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Refinements in design have simplified
confocal microscopy to the extent that it has
become a standard research tool in cell bi-
ology. However, as confocal microscopes
have become more powerful, they have also
become more demanding of their optical
components. In fact, optical aberrations
that cause subtle defects in image quality in
wide-field microscopy can have devastating
effects in confocal microscopy. Unfortu-
nately, the exacting optical requirements of
confocal microscopy are often hidden by the
optical system that guarantees a sharp im-
age, even when the microscope is perform-
ing poorly. Optics manufacturers provide a
wide range of microscope objectives, each
designed for specific applications. This re-
port demonstrates how the trade-offs in-
volved in objective design can affect confo-
cal microscopy.
INTRODUCTION
Over the past ten years, confocal mi-
croscopy has developed from a tech-
nique limited to specialists in mi-
croscopy into a standard research tool.
Its proliferation of applications results as
much from the rapid technological de-
velopments in confocal microscopy as
from the maturing user interface of com-
mercial confocal microscope systems.
The latest systems are nearly turnkey
systems with which even novice micro-
scopists can rapidly collect high-quality
images. Ironically, the same technical
developments that have stimulated the
spread of confocal microscopy in exper-
imental biology have also pushed the
limits of the optics of confocal micro-
scopes in a way that understanding the
optical properties of a confocal micro-
scope is more important than ever.
The most common application of
confocal microscopy is to compare the
distributions or behaviors of multiple
probes in the same cells. Such studies
have been made possible by the devel-
opment of confocal microscopes that
are capable of efficiently collecting
multiple colors of fluorescence and de-
veloping new dyes that have extended
the useful spectrum of fluorescence mi-
croscopy (3). Depending on the config-
uration of the microscope, such studies
may require optics that use wavelengths
of light ranging from the ultraviolet
through the infrared. The requirements
for accurate color imaging have been
further increased by the development of
colorimetric methods of quantitative
microscopy, such as fluorescence ratio
measurements of ion concentrations.
Freedom from chromatic aberration
is only part of the equation of optical
design, which also considers monochro-
matic aberrations and parameters such
as high photon efficiency, field size,
field flatness, working distance and the
ability to image deep into aqueous bio-
logical tissues. Since the design of mi-
croscope optics reflects a compromise
of these various parameters, manufac-
turers typically design a variety of dif-
ferent microscope objectives, with each
representing a particular set of design
trade-offs and each suited to a particular
application. The studies presented here
demonstrate that the choice of micro-
scope objective can have profound ef-
fects on the results of confocal mi-
croscopy experiments. They emphasize
the importance of carefully choosing a
microscope objective that is appropriate
for the experimental application.
MATERIALS AND METHODS
Cell Lines and Culture
MDCK strain II cells used in these
studies were transfected with both the
human transferrin receptor (Tf) and the
rabbit polymeric immunoglobulin re-
ceptor. Cells were grown in MEM (Life
Technologies, Gaithersburg, MD, USA)
with 8% FBS, 1% L-glutamine, strepto-
mycin and 0.05% hygromycin (Cal-
biochem-Novabiochem, San Diego, CA,
USA). Cells were passed every 3 to 4
days and growth medium changed dai-
ly. New cultures of cells were thawed
every 4 to 5 weeks.
Fluorescent Ligands
Tf was obtained from Sigma (St.
Louis, MO, USA), iron-loaded and pu-
rified by S300 column purification as
described in Reference 20. With the
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exception of Cyanine 5.18 succin-
imidyl ester (Cy5) (Amersham Phar-
macia Biotech, Piscataway, NJ, USA),
all fluorescent probes and fluorescent
beads were obtained from Molecular
Probes (Eugene, OR, USA). All other
reagents were obtained from Sigma.
Fluorescent conjugates of Tf were pre-
pared from succinimidyl esters of vari-
ous fluorophores according to manu-
facturers’ instructions.
Labeling of Cells with Fluorescent
Ligands
For fluorescence labeling, cells were
incubated with 20 µg/mL fluorescent
Tf in Medium 1 (150 mM NaCl, 20
mM HEPES, 1 mM CaCl2, 5 mM KCl,
1 mM MgCl2, 10 mM glucose, pH 7.4)
for 20 min at 37°C on a slide warmer in
a humidified chamber. After incuba-
tions with fluorescent ligands, filters
were rinsed briefly in PBS at 4°C, then
incubated in 4% paraformaldehyde in a
medium that contains 80 mM PIPES,
pH 6.5, 5 mM EGTA and 2 mM MgCl2
for 5 min at 4°C, then transferred to 4%
paraformaldehyde in 100 mM NaB4O7
pH 11.0, for 10 min at 4°C. Filters were
then rinsed in PBS.
Microscopy
All experiments were conducted us-
ing a Model MRC-1024 laser-scanning
confocal attachment (Bio-Rad Labora-
tories, Hercules, CA, USA) mounted
on a Diaphot 200 inverted microscope
using a 60×, N.A. 1.2 Plan Apochromat
water immersion objective, a 40× N.A.
1.3 Plan Fluor oil immersion objective
or a 100× Plan Apochromat DIC N.A.
1.4 oil immersion objective (all from
Nikon Image Systems, Columbia, MD,
USA). Illumination was provided by a
Krypton-Argon laser (American Laser,
Salt Lake City, UT, USA) providing for
fluorescence excitations at 488, 568
and 647 nm and allowing the collection
of up to three images simultaneously.
Image volumes were gathered by col-
lecting a vertical series of images, with
focus control provided by a precision
microstepping motor. Photomultiplier
offsets were set so that the background
was slightly positive to guarantee sig-
nal linearity with fluorescence. When-
ever possible, signal saturation was
avoided, and objects with saturated pix-
els were omitted from quantifications.
Reflection images were collected by il-
luminating with all laser lines and col-
lecting images using a blue band-pass
filter to select 488 nm reflection in
channel 2 and a 585 nm long pass filter
to select 647 nm reflection in channel
1. Detector apertures were set to 3.0
mm for all color endosome imaging
and to approximately 1 Airy diameter
for all other imaging.
Image Processing
Image processing was conducted us-
ing Metamorph software (Universal
Imaging, West Chester, PA, USA). Im-
ages shown in figures were contrast
stretched to enhance the visibility of
dim structures, and specific care was
taken never to enhance the contrast so
that dim objects were deleted from an
image. Different focal planes from the
same field were contrast enhanced
identically, except where noted. Mon-
tages were assembled and annotated
using Adobe Photoshop.
Distinction of individual endosomes
and quantification of endosome fluo-
rescence were conducted as previously
described (18). For endosome fluores-
cence ratio calculations, the common
non-zero pixels for each endosome
were determined, and the fluorescence
ratio within that region was calculated.
As much as possible, detector satura-
tion was avoided during collection, but
when pixel saturation occurred, objects
with pixels within 10% of saturation
(with a gray level of 230 or above in the
original image) were removed from
analysis. The methods used here are as
described previously (6–8,15). All ratio
distributions were scaled to a mean of
1.0 for comparison.
RESULTS
An ideal lens would focus all colors
of light to the same point. In reality, all
lenses have chromatic aberration, a
property in which different colors of
light are focused to different points.
When observing a sample through the
microscope eyepiece, this defect makes
objects appear to have colored edges.
When imaging a sample in color confo-
cal microscopy, this defect results in
different colors of excitation illumina-
tion being focused to different points in
the sample and different colors of emis-
sion being collected from different
points in the sample. Horizontal dis-
placements in the image plane, termed
lateral chromatic aberration, result in
different magnification of different col-
ors. This problem can be minimized by
restricting the analysis to the center of
the microscope field.  However, vertical
color displacements along the focal
axis, referred to as axial chromatic
aberration, are present throughout the
microscope field. This is clearly a prob-
lem for any researcher trying to use col-
or confocal microscopy to determine
the relative distribution of multiple
probes. The images in Figure 1 show
how the results of color confocal imag-
ing critically depend on the nature of
the microscope objective.
In Figure 1, we compared the per-
formance of a Plan Fluor 40× objective,
which is designed for maximum UV
light transmission, with that of a Plan
Apochromat 100× objective, designed
with minimal chromatic aberration. We
collected a vertical series of images of
the reflection from the face of a glass
coverslip, using either 488 or 647 nm of
light. As the different colors of light are
reflected by a single surface, a lens free
of chromatic aberration would focus
the different colors to the same focal
plane. When reproduced as a vertical
cross section, images collected with an
ideal lens would show a single horizon-
tal line in which the two colors overlap
completely. The top half of Panel A
demonstrates that the Plan Apochromat
100× objective does a credible job of
approaching this ideal, resolving the
two colors of light to a depth within 0.1
µm of one another. In contrast, the min-
imally corrected 40× plan Fluor detects
the reflection of 647 µm light approxi-
mately 1.2 µm above the 488 nm light.
The effect of this vertical discrepancy
is apparent in fluorescence. The bottom
half of this panel shows vertical cross-
sections of image volumes of beads la-
beled with three fluorophores. When im-
aged with the 100× Plan Apochromat
objective, the three colors are coinci-
dent, resulting in a white, reasonably
round image. In contrast, the 40× objec-
tive generates an image in which the far-
Vol. 28, No. 3 (2000) BioTechniques 543
red fluorescence (depicted in blue) is
distinctly vertically displaced from that
of either the red or green fluorescence.
In addition, a slight horizontal displace-
ment of the far-red fluorescence reflects
lateral chromatic aberration.
To provide a biological test speci-
men, we took advantage of the fact that
endosomes can be labeled by incubating
cells with fluorescently tagged endocyt-
ic ligands. The large number of mole-
cules included in each endosome en-
sures that each will contain the same
ratio of fluorescent probes. Thus, endo-
somes provide an excellent test of color
confocal imaging as they present sub-
resolution objects in biological samples
with color that will reflect the relative
fluorescent contributions of each fluo-
rophore. Figure 1, Panel B shows a color
image of cells in which its endosomes
have been labeled with both fluorescein-
transferrin (F-Tf, which fluoresces
green) and Cy5-transferrin (Cy5-Tf,
which fluoresces far-red) collected using
the 100× Plan Apochromat objective.
The co-localization of the two probes is
apparent in the constant yellow-orange
colors of the individual endosomes and
is more apparent in comparisons of the
high magnification images of F-Tf (Pan-
el C) and Cy5-Tf (Panel D).
When switching to the 40× Plan
Fluor objective, however, slight differ-
ences in the focal plane are apparent
even between the red and green fluores-
cence, as shown in cells labeled with Tf
conjugated to both fluorescein and rho-
damine (Panel E). The differences in
focal planes between far-red and green
fluorescence result in startling differ-
ences in the apparent distributions of F-
Tf and Cy5-Tf, which now appear to be
completely distinct (Panel F).
For a cell biologist who is assessing
the relative distributions of various
probes, these displacements would
have disastrous consequences. The dis-
crepancy in focal plane can be circum-
vented by summing the entire vertical
series of the image volume into a single
projection, which removes the effect of
differences in the focal plane of the two
colors (Panel G). The consistent yellow
color of every endosome in the projec-
tion demonstrates the constant ratio of
the two probes in each endosome.
However, as this procedure discards all
vertical information, it is seldom an ap-
propriate way of presenting confocal
images. The effects of axial chromatic
aberration can also be minimized by
measuring the axial offset of different
colors and combining the images col-
lected from the focal planes appropriate
for each color. An example of this pro-
cedure is shown in Panel H, which
shows the combined green and far-red
images collected 1.2 µm apart with the
40× Plan Fluor objective. The correc-
tion achieved by combining images
from different focal planes is apparent
when comparing the images of the indi-
vidual probes in Panels I–K. Whereas
Panels I and J show poor agreement in
distribution between F-Tf and Cy5-Tf
in images collected at the same focal
plane, a comparison of Panels J and K
shows that the far-red image can be su-
perimposed with green fluorescence
image collected 1.2 µm deeper.
While chromatic aberration results
in different colors of light being fo-
cused to different points in the image
volume, spherical aberration can
Research Report
544 BioTechniques Vol. 28, No. 3 (2000)
Figure 1. Chromatic aberration in confocal microscopy. A) XZ-sections of glass reflection (top) and
microsphere fluorescence (bottom) images collected with a poorly color-corrected Plan Fluor 40× objective
(left) and a well corrected Plan Apochromat 100× objective (right). In the reflection images at the top of
this panel, 647 nm light is shown in red and 488 nm light is shown in blue. In the fluorescence images of
fluorescent beads, 520 nm emissions are shown in green, 600 nm emissions are shown in red and 680 nm
emissions are shown in blue. For all images, the focal axis is oriented vertically, with the scale bar indicat-
ing a distance of 1 µm. B) An image of a field of cells labeled with both F-Tf and Cy5-Tf collected with the
100× Plan Apochromat objective. Higher magnification images of the component green and far-red fluo-
rescence are shown in Panels C and D, respectively. E) An image of a field of cells labeled with F-R-Tf col-
lected with the 40× Plan Fluor objective. F) An image of a field of cells labeled with both F-Tf and Cy5-Tf
collected with the 40× Plan Fluor objective. G) The projection of the vertical series of images from which
panel F was obtained. H) The same field shown in F, but combining green and far-red planes collected 1.2
µm apart. Higher magnification images of the green and far-red fluorescence from the same focal plane are
shown in Panels I and J, while Panel K shows the green fluorescence from a focal plane 1.2 µm lower. Scale
bar in B represents a 10 µm length for Panels B–H, 5 µm in length for Panels I–K.
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profoundly decrease the signal in a
confocal microscope. A spherically
aberrated lens focuses axial and pe-
ripheral rays to different points, thus
blurring the image of a point source of
light. In the same way that the confocal
pinhole so effectively improves image
contrast by rejecting out-of-focus light,
it effectively eliminates much of the
fluorescence of an object imaged with
spherical aberration (17).
For many samples, the primary
source of spherical aberration derives
from the difference between the refrac-
tive index of the immersion medium
and the mounting medium (11,16). Un-
til recently, the highest-resolution, best-
corrected microscope objectives were
designed for use with oil as an immer-
sion fluid. For these objectives, spheri-
cal aberration is minimized only when
the entire light path has the refractive
index of immersion oil (which is the
same as that of glass) and accumulates
with distance into a medium with a dif-
ferent refractive index. Since most sam-
ples—particularly living samples—are
mounted in media with a refractive in-
dex that is significantly lower than im-
mersion oil, spherical aberration has
thus limited the depth of image vol-
umes using oil immersion objectives.
Figure 2 shows the effects of spheri-
cal aberration in confocal microscopy,
where the oil immersion 100× Plan
Apochromat objective was used to col-
lect an image of cells labeled with F-Tf
and mounted at a depth of either 0 µm
(Panel A) or 35 µm into an aqueous
medium (Panel B). In both cases, the
endosomes appear sharply defined, but
the accumulated spherical aberration of
a light path 35 µm into an aqueous
medium has profoundly compromised
the fluorescent signal in Panel B.
Recently, optical manufacturers
have addressed this problem by design-
ing objectives that use water as the ob-
jective immersion medium. For aque-
ous samples, the matched refractive
index of immersion and sample media
makes spherical aberration independent
of imaging depth. This enables these
objectives to collect images as deeply
as the working distance permits, fre-
quently hundreds of micrometers into a
sample. The success of this design is
shown in Figure 2, which shows images
of cells labeled with F-Tf, collected ei-
ther 0 (Panel C) or 66 µm into an aque-
ous medium (Panel D) using a water
immersion 60× Plan Apochromat ob-
jective. Here, the fluorescent signal is
unaffected by the light path through the
aqueous sample medium. This new
generation of high numerical aperture,
Plan Apochromat water immersion ob-
jectives have significantly helped con-
focal microscopy realize its potential in
three-dimensional biological imaging.
The color performance of this water
immersion objective falls between that
of the oil immersion Plan Fluor and the
Plan Apochromat objectives discussed
previously. The cross-sectional images
of the reflection of a glass surface in the
top half of Figure 3A show that 647 nm
of light are focused approximately 0.6
µm deeper than 488 nm light. Similar
patterns for volumes collected either 0
or 63 µm into an aqueous medium
show that this discrepancy is indepen-
dent of imaging depth.
The bottom-left image of Figure 2,
Panel A shows that this color discrepan-
cy results in the far-red image of a
triple-labeled bead being displaced
from that of either the red or green fluo-
rescence images. The bottom-right por-
tion of this panel demonstrates the criti-
cal importance of coverslip thickness
correction in minimizing spherical
aberration in this kind of objective.
Since the correction for spherical aber-
ration depends on the length of the op-
tical path through the coverslip, it is ad-
justable by a collar that is set according
to the thickness of the coverslip. While
the bead cross section on the left was
collected with the collar set to the mea-
sured coverslip thickness (174 µm), the
image on the right was collected with
the collar misadjusted to 150 µm. The
spherical aberration that results from an
improper collar setting severely attenu-
ates the fluorescence signal and com-
promises vertical resolution. Although
this misadjustment was chosen to dra-
matize the point, we emphasize that
such an error is easily encountered in
practice because the actual thickness of
coverslips can vary by more than 40 µm
around their nominal value. Proper col-
lar setting can only be ensured through
measurements of individual coverslips.
The images shown in Figure 2, Pan-
els B and C, were collected at a depth
of 63 µm into an aqueous buffer. Al-
though the images appear sharp, the ax-
ial chromatic aberration of this objec-
tive has the effect of making the
distributions of F-Tf and Cy5-Tf appear
discrete (Panel B). Nonetheless, the
projection of the vertical series of im-
ages of these cells (Panel C) shows that
the two probes equally label all endo-
somes. In agreement with the reflection
images shown in Panel A, axial chro-
matic aberration is similarly apparent
in images of endosomes collected at a
depth of 0 µm. Little difference is ob-
served in the focal plane of red and
green fluorescence in images of endo-
somes labeled with Tf conjugated to
both fluorescein and rhodamine (Panel
D), but F-Tf and Cy5-Tf again appear
to label discrete populations of endo-
somes (Panel E).
The distribution of the two probes
can be better compared when allowing
for the difference in focal plane and
combining the Cy5-Tf image with a flu-
orescein image collected 0.6 µm deeper.
The co-localization of the two probes is
now apparent in the constant yellow
color of the endosomes shown in Panel
F. Apparent differences in the distribu-
tion of the two probes shown in images
Figure 2. Spherical aberration in confocal mi-
croscopy. Images of cells labeled with F-Tf and
imaged with either the 100× Plan Apochromat oil
immersion objective (A and B) or the 60× Plan
Apochromat water immersion objective (C and
D). Endosomes were imaged at the surface of the
coverslip Panels A and C or at a depth of 35 µm
(Panel B) or 66 µm (Panel D) into the aqueous
sample medium. Scale bar is 10 µm in length.
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collected at a single focal plane (Panels
G and H) disappear when the Cy5-Tf
image is compared with the F-Tf image
collected 0.6 µm deeper (Panel I).
The effects of chromatic aberration
can also be quantified by measuring
fluorescence ratios in images of endo-
somes labeled with multiple probes.
Figure 4, Panel A, shows that the ratio
of rhodamine to fluorescein (red to
green) emissions is reasonably constant
for all three objectives. In contrast, Pan-
el B shows that while the 100× Plan
Apochromat still shows minimal varia-
tion in the ratio of Cy5 to fluorescein
(far-red to green), the water immersion
60× Plan Apochromat shows more
variation, and the 40× Plan Fluor shows
even more. The effects of chromatic
aberration in the 60× Plan Apochromat
and 40× Plan Fluor are more apparent
when the distributions for a single focal
plane are compared to those measured
in the projections of the vertical image
series for each objective (Panels C and
D, respectively). In each case, the nar-
row distribution of fluorescence ratios
in the projected images reports the
nearly constant ratio of the two probes
in the endosomes, which is misrepre-
sented in any single focal plane image.
DISCUSSION
The studies presented here demon-
strate vividly how chromatic and spher-
ical aberrations compromise the perfor-
mance of confocal imaging. At the
same time, they emphasize the critical
importance of objective choice in con-
focal microscopy. Poor color correction
will lead to erroneous interpretations of
the relative distributions of multiple
probes, one of the major applications of
confocal microscopy. Our ratio quan-
tifications also demonstrate how chro-
matic aberrations compromise micro-
scope quantitation. Spherical aberration
resulting from mismatched immersion
and sample media worsens vertical res-
olution and can obliterate fluorescence
detection altogether. Although particu-
larly apparent in the high-contrast im-
ages provided by confocal microscopy,
these errors also compromise images
collected by conventional epifluores-
cence and transillumination techniques.
Chromatic aberration has been char-
acterized primarily with respect to UV
fluorophores. Our studies demonstrate
significant axial chromatic aberration in
the far-red as well, a range increasingly
used by microscopists with the develop-
ment of new far-red fluorescent probes
and lasers capable of exciting them. Al-
though our studies involve characteriza-
tion of point sources, these samples
readily display problems that would be
manifest (but not necessarily obvious)
with more extensive probes. Such
probes include the cytosolic dyes that
are frequently used in fluorescence ratio
measurements of ionic concentrations. 
For example, fluorescence of the cy-
tosolic pH indicator SNARF-1 is ex-
cited by 488 nm light, and pH is mea-
sured from the ratio of fluorescence at
580 nm to that at 640 nm. For measure-
ments of the cytosolic pH of thin cells,
it is easy to imagine how the fluores-
cence ratio can be influenced by the po-
sition of the cell relative to the separate
focal planes of the green excitation
light, the red emissions and the far-red
emissions. Although these errors will
frequently simply add variation to mea-
surements (doubling or tripling stan-
dard deviations in our quantifications),
Figure 3. Chromatic aberration in the 60× Plan Apochromat water immersion objective. A) XZ-
sections of glass reflection (top) and microsphere fluorescence (bottom) images. Reflection images are
shown for depths of either 0 or 63 µm into an aqueous medium, with 647 nm light shown in red and 488
nm light shown in blue. Fluorescence images of fluorescent beads are shown for an objective with correct
(left) and incorrect (right) coverslip-thickness collar setting, with 520 nm emissions shown in green, 600
nm emissions shown in red and 680 nm emissions shown in blue. For all images, the focal axis is orient-
ed vertically, with the scale bar indicating a distance of 1 µm. B) An image of a field of cells labeled with
both F-Tf and Cy5-Tf collected at a depth of 63 µm into an aqueous medium. C) The projection of the
vertical series of images from which Panel B was obtained. D) An image of a field of cells labeled with
F-R-Tf collected at the coverslip surface. E) An image of a field of cells labeled with both F-Tf and Cy5-
Tf collected at the coverslip surface. F) The same field shown in Panel E, but combining green and far-
red planes collected 0.6 µm apart. Higher magnification images of the green and far-red fluorescence
from the same focal plane are shown in Panel G and Panel H, while Panel I shows the green fluorescence
from a focal plane 0.6 µm lower. Scale bar in Panel B represents 10 µm length in Panels B and C. The
scale bar in Panel D represents 10 µm length in Panels D–F and 5 µm in Panels G–I.
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they can also systematically affect ratio
measurements, for example, when
comparing ratios in different parts of
cells of varying thickness.
A final consequence of chromatic
aberration, although not discussed here,
is how it affects fluorescence detection
(2). In a confocal system with chromat-
ic aberration, the difference between
the excitation and emission wave-
lengths results in the excitation of one
volume and imaging of a different vol-
ume, attenuating the fluorescence sig-
nal. For beam-scanning systems (most
confocal microscopes), this loss of sig-
nal worsens with distance off axis as
the imaged spot is focused further and
further from the confocal pinhole (19).
We emphasize that these observa-
tions are not unique to the particular
objectives used in our studies or to a
particular manufacturer. Our character-
izations of the color correction were
identically reproduced in three exam-
ples of the 60× water immersion objec-
tive and two examples of the 100× oil
immersion objective on both Quantum
and Diaphot microscope stands. Signif-
icant axial chromatic aberration has
been identified in objectives from every
major manufacturer (1,5,9,13,16). In-
deed, the ubiquity of chromatic aberra-
tion has led to the development of alter-
native microscope designs that address
Figure 4. Effect of chromatic aberration on ratio quantification. A) Semi-logarithmic plots of ratio
histograms for cells labeled with F-R-Tf, with images collected using the 100× Plan Apochromat
(squares), the 40× Plan Fluor (open circles) and the 60× Plan Apochromat water immersion objective
(closed circles). B) Ratio histograms of cells labeled with F-Tf and Cy5-Tf, with images collected using
the 100× Plan Apochromat (squares), the 40× Plan Fluor (open circles) and the 60× Plan Apochromat
water immersion objective (closed circles). C) Ratio histograms of cells labeled with F-Tf and Cy5-Tf,
with images collected using the 60× Plan Apochromat water immersion objective. Circles show ratios of
a single focal plane, while squares show ratios derived from projected images. D) Ratio histograms of
cells labeled with F-Tf and Cy5-Tf, with images collected using the 40× Plan Fluor objective. Circles
show ratios of a single focal plane, while squares show ratios derived from projected images.
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chromatic aberration either by impos-
ing special auxiliary correcting lenses
(2,4) or avoiding refraction altogether
and turning to reflecting objectives (1).
Nonetheless, microscope optics is like-
ly to continue to evolve, and prelimi-
nary experience with the new genera-
tion of CFI60 optics (Nikon, Inc.)
indicates that axial chromatic correc-
tion is much improved.
Superficially, it may appear that
some objectives are simply better than
others. However, as discussed previous-
ly and described in more detail 
elsewhere (14,16), objective design
represents a compromise of design pa-
rameters. As such, each objective re-
flects a different set of design compro-
mises according to its intended
application. Nonetheless, it is possible
that researchers will require more than
what is currently available in optical
design, forcing them to design experi-
ments that do not stretch the limits of
objective design.
If an oil immersion objective must
be used to image a sample in an aque-
ous medium—for example, in studies
of living cells—spherical aberration
can be minimized either by minimizing
the optical path through the aqueous
medium or by using an oil with a re-
fractive index tailored to the spherical
aberration induced by the aqueous opti-
cal path (10,12).
The problem of chromatic aberra-
tion can be minimized in several ways.
If a particular experiment requires the
use of an objective with significant
chromatic aberration, the most obvious
solution is to simply avoid the use of
far-red fluorescing dyes such as Cy5 al-
together. Our results demonstrate satis-
factory agreement between green and
red fluorescence with all the tested ob-
jectives. In general, it is best to use dyes
with maximum excitation and emission
near the specific wavelengths for which
a particular objective has been correct-
ed. A second solution, discussed above,
is to collect images of each fluorophore
in a vertical series of focal planes and
combine the different color images ac-
cording to the difference in focal plane
between the two. This is a simple solu-
tion, but one that will not be appropri-
ate when rapid image acquisition is
necessary, as with live cells. Analyses
not shown here also indicate that this
solution does not have sufficient accu-
racy to correct images intended for ra-
tio quantification. A more expensive
(or less widely accessible) solution is to
use two-photon microscopy, which is
inherently unaffected by chromatic
aberration as long as no detector pin-
hole is used. However, its multicolor
capability is only now being explored.
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